Abstract: This study aimed to examine and compare the retention load values (RL) of different telescopic crown assemblies (Y-TZP and CoCr primary crowns with electroformed and Y-TZP secondary crowns each) with three different taper angles (0˝, 1˝and 2˝). Thirty Y-TZP primary crowns with electroformed gold copings (Z/G group) and Y-TZP secondary crowns (Z/Z group) and 30 CoCr primary crowns with electroformed gold copings (C/G group) and Y-TZP secondary crowns (C/Z group), each with taper angles of 0˝, 1˝and 2˝, were fabricated, respectively. With the exception of the electroformed gold copings, all specimens were Computer-Aided-Design/Computer-Aided-Manufacturing (CAD/CAM)-milled, then sintered and afterwards manually adapted. In order to stabilize the gold copings, they were fixed in a tertiary structure. The secondary crowns were constructed with a hook, which ensured self-alignment with an upper chain. Afterwards, 20 pull-off test cycles were performed in a universal testing machine under artificial saliva and after weighing the secondary crowns with a 5 kg object for 20 s. Data were analyzed by one-way and two-way Analysis of Variance (ANOVA). C/Z with 1˝showed higher (p = 0.009) RL than 0˝and 2˝tapers. C/G at 1˝also showed higher (p = 0.001) RL than at tapers of 0˝and 2˝. Z/G and C/G at 0˝showed lower RL than Z/Z and C/Z (p < 0.001). Primary crowns had no impact on the 0˝group. Z/G showed lower RL as compared to C/Z within the 1˝group (p = 0.007) and Z/Z in the 2˝group (p = 0.006). The primary crown material had no influence on RL. Electroformed copings showed lower RL. Further investigations for 1˝as well as for the long-term performance after thermomechanical aging are necessary.
Introduction
Zirconia (ZrO 2 ), a ceramic material with great potential, has been used in different medical applications for quite some time [1] . Especially in orthopedic surgery, ceramic materials have proven themselves for a long time [1, 2] ; the reason they are being used is based on their excellent mechanical properties: temperature stability, strength and resistance to acids and alkalis [3] . In addition, dental medicine has recognized a wide range of other applications of the material in the field: It is used for crowns [4] , fixed dental prostheses (FDPs) [5] , implant abutments [6] , removable partial dentures (RDPs) [7] , etc. Consequently, ZrO 2 has become a widely used material in dentistry [4, 6, [8] [9] [10] [11] because of its excellent properties such as biocompatibility [1, 2] , mechanical strength, aesthetic appearance and chemical resistance [9] [10] [11] , and the material has also proven outstanding biocompatibility in clinical studies [1, 2] . Furthermore, it can be polished or ceramically veneered [10, 11] , which is also very important in the field of esthetic dentistry. The physical properties of the ZrO 2 material can be improved by stabilization with the metallic oxide yttrium (Y 2 O 3 ) [1] . The resulting yttrium-stabilized tetragonal zirconium oxide (Y-TZP) shows even better mechanical properties than other zirconia oxides [2] , which is a result of the crystalline modification from a tetragonal (T) to monoclinic (M) arrangement [2] . This T-M transition occurs after a cracking which creates energy to seal the crack by expansion [2] .
Regardless of the stabilizing procedure, Y-TZP proved itself in long-term studies. Two recent clinical studies on single crowns yielded good success rates [4, 8] . Three-unit FDPs also presented a survival rate similar to conventional FDPs [5] after 10 years. In a seven-year study, Kolgeci and co-workers observed that Y-TZP-based prostheses are clinically successful on dental implants as well [12] . This was corroborated by another 10-year clinical study [13] .
Y-TZP was also used and studied as a material for telescopic crown systems [7, 9] . Most of these studies assessed assemblies with Y-TZP primary crowns and secondary crowns of a different material, especially gold alloy. In this context, the combination of a ZrO 2 primary crown with a galvanic-formed gold coping showed more a predictable and less excursive retention load than conventionally cast telescopic crowns [9, 14] . However, primary and secondary crown assemblies totally made of Y-TZP have not been thoroughly investigated so far. To the authors' best knowledge there is only one investigation of such homogenous Y-TZP joints [7] .
The electroforming process can achieve a very precise fit for the primary crown onto the secondary crown [15] , which is a result of the manufacturing process. A thin layer of silver conductive lacquer applied on the outer surface of the primary crown and the automatically running electroplating process create the precise secondary coping [15] . The gold coping produced demands no adjustment like conventionally cast ones do [15] . For these telescopic joints, hydrodynamic effects especially and the adhesion of liquids provide the retention load [15, 16] . The galvanic copings are made of 99.9% pure gold [16] with an elastic modulus of 78.5 GPa [17] . Another much stiffer metal with an elastic modulus similar to that of Y-TZP can be used for primary crowns, namely cobalt-chromium alloy (CoCr). According to the manufacturer's specifications, the value is 204 GPa for Y-TZP and 200 GPa or greater for CoCr. The latter one, assembled with the electroformed secondary crown, was investigated by Engels and co-workers [14] . This study showed that CoCr had actually higher retention load values as compared to gold or ZrO 2 crowns.
Even if Besimo et al. observed no significant influence of the primary crown material [18] , there has been a contrary outcome documented. In this investigation the surface roughness of the primary crowns affected the retention load of electroformed assemblies [19] . In recent studies it was assumed that different hardness levels [9] and the surface treatments such as polishing [16] may have an impact on the retention load values.
The aim of the present study was to determine the retention load values of differently assembled telescopic crown systems:
1. Y-TZP primary crown with a secondary crown made of Y-TZP (Z/Z) and electroformed copings (Z/G); 2. CoCr primary crown with a secondary crown made of Y-TZP (C/Z) and electroformed copings (C/G).
Each assembly was created with three different taper angles (0˝/1˝/2˝). The first null hypothesis was that the taper angle will show no influence on the retention loads. The second null hypothesis was that the material of the primary crown has no impact on the retention load. 
Materials and Methods
This study determined the maximum retention load values of 120 telescopic crowns (Figure 1 
This study determined the maximum retention load values of 120 telescopic crowns ( Figure 1 ). The primary crowns were made from: The secondary crowns were made from Y-TZP (CERAPP Zirkon Blank; Ingenieurbüro Sax IBS, Kaisersesch, Germany, LOT: 3YZ-L34-1106313-W-007-18-009) and electroformed gold copings fixed in a CoCr tertiary structure (Ceramill Sintron; AmannGirrbach AG, LOT: 1402005).
Retention Load Measurement
Each combination of primary and secondary crowns was tested in 20 cycles by a pull-off test under the same conditions, i.e., moistening of the primary crown with artificial saliva (Glandosane, No. 9235461109, cell pharm, Bad Vilbel, Germany) and weighing the secondary crown with a weight of 5 kg for 20 s. For measuring the retention load, specimens were placed and fixed in a universal testing device (Zwick 1445, Zwick, Ulm, Germany). For this purpose, the secondary crowns were provided with a retaining jig that was connected to a hook. The latter and its upper chain were part of the pull-off test set-up and ensured self-aligning. The tests were performed with a cross head speed of 50 mm/min.
Fabrication of Primary Crowns
As a basis for the abutments a prepared plastic model tooth was duplicated with a silicone mold (Adisil blau 9:1, Siladent, Goslar, Germany). Sixty wax abutments (Milling-& Universal Wax blue; GEBDI, Engen, Germany) were transferred into a base metal alloy (Remanium GM800+; Dentaurum, Ispringen, Germany, LOT: 936) using the conventional casting method. Afterwards, these metals abutments were scanned (Ceramill map 300, AmannGirrbach AG) and six different constructions of primary crowns were designed: three for zirconia primary crowns and three for cobalt-chromium primary crowns with three tapers each, a 0° with chamfer preparation and a 1° and 2° with tangential ending, respectively (Ceramill mind, AmannGirrbach AG). The secondary crowns were made from Y-TZP (CERAPP Zirkon Blank; Ingenieurbüro Sax IBS, Kaisersesch, Germany, LOT: 3YZ-L34-1106313-W-007-18-009) and electroformed gold copings fixed in a CoCr tertiary structure (Ceramill Sintron; AmannGirrbach AG, LOT: 1402005).
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As a basis for the abutments a prepared plastic model tooth was duplicated with a silicone mold (Adisil blau 9:1, Siladent, Goslar, Germany). Sixty wax abutments (Milling-& Universal Wax blue; GEBDI, Engen, Germany) were transferred into a base metal alloy (Remanium GM800+; Dentaurum, Ispringen, Germany, LOT: 936) using the conventional casting method. Afterwards, these metals abutments were scanned (Ceramill map 300, AmannGirrbach AG) and six different constructions of primary crowns were designed: three for zirconia primary crowns and three for cobalt-chromium primary crowns with three tapers each, a 0˝with chamfer preparation and a 1˝and 2˝with tangential ending, respectively (Ceramill mind, AmannGirrbach AG). Each design was CAD/CAM 
Fabrication of Secondary Crowns

Y-TZP Secondary Crowns
The 60 polished primary crowns (30 × Y-TZP + 30 × CoCr) were scanned (Arti-Spray, white, BK 285, Dr. Jean Bausch GmbH & Co. KG, Cologne, Germany; Ceramill map 300, AmannGirrbach AG) and respective constructions were designed (N = 10 per taper), i.e., 30 constructions on Y-TZP primary crowns and 30 on cobalt-chromium primary crowns, respectively. Afterwards, these 60 Y-TZP secondary crowns were milled from chalky Y-TZP blanks (CERAPP Zirkon Blank; ZENO Tec System, ZENO 4030 M1, Wieland Dental GmbH & Co. KG, Pforzheim, Germany). After the sintering process (Figure 2a) , the fitting of the secondary crowns to their primary crowns was adapted with diamond burs (ZR 8850, Komet Dental GmbH & Co. KG) and the polishing process was handled similarly to the Y-TZP primary crowns. 
Y-TZP Primary Crowns
The sintering process was performed in a sintering furnace according to the manufacturer's recommendations (Ceramill therm, AmannGirrbach AG). After adhesive placement using a self-adhesive resin cement (RelyX Unicem 2, 3M ESPE, Seefeld, Germany, LOT: 509981), the sintered Y-TZP crowns were mounted in a socket in their insertion direction. Afterwards, the tapers were manually adapted with a water-cooled turbine 
CoCr Primary Crowns
According to the manufacturer's recommendation, the chalky cobalt-chromium crowns were sintered in a protective atmosphere with argon gas (Ceramill Argotherm, AmannGirrbach AG). After being air-abraided with 110 µm mean alumina particles with 2 bar (basic Quattro IS; Renfert GmbH, Korox 110, Bego GmbH & Co. KG, LOT: 14878430513), the primary crowns were cemented and mounted in a socket similar to the Y-TZP procedure as mentioned above. They were adapted with a hand piece fixed in a parallelometer and cross-cut burs with appropriate tapers To prevent a plastic deformation, the delicate gold copings were pasted into a CoCr tertiary structure (AGC Cem Automix system, Wieland Dental GmbH & Co. KG, LOT: 697720) (Figure 4 ). 
Statistical Analyses
The maximum retention load values of each assembly were used for descriptive statistics, including mean, standard deviation (SD), 95% confidence interval (CI), minimum, median and maximum values. Furthermore, verification of data normality distribution was executed by To prevent a plastic deformation, the delicate gold copings were pasted into a CoCr tertiary structure (AGC Cem Automix system, Wieland Dental GmbH & Co. KG, LOT: 697720) (Figure 4 ). To prevent a plastic deformation, the delicate gold copings were pasted into a CoCr tertiary structure (AGC Cem Automix system, Wieland Dental GmbH & Co. KG, LOT: 697720) (Figure 4 ). 
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The maximum retention load values of each assembly were used for descriptive statistics, including mean, standard deviation (SD), 95% confidence interval (CI), minimum, median and maximum values. Furthermore, verification of data normality distribution was executed by Kolmogorov-Smirnov and Shapiro-Wilk tests. Significant differences in maximum retention load between the groups were detected by one-way and two-way ANOVA, ensured by the post-hoc Scheffé test. IBM SPSS (Version 22; IBM Corporation) was basic for the statistical tests with p < 0.05 as the significant level.
Results
With regard to the taper, Y-TZP secondary crowns with 1˝on CoCr primary crowns showed significantly higher (p = 0.009) retention load values compared to those of 0˝and 2˝. Electroformed copings on CoCr with 1˝also showed significantly higher (p = 0.001) retention load values than with 0˝and 2˝. In addition, secondary crowns on Y-TZP primary crowns showed no significant differences in retention load regarding the taper (Z/Z: p = 0.167; Z/G: p = 0.069) ( Table 1) . Concerning the fabrication method and disregarding the primary crowns, electroformed secondary crowns with 0˝showed significantly lower retention load values than secondary crowns made of Y-TZP (p < 0.001). Other than that, the primary crowns have no significant impact on the retention load within the 0˝taper group. Z/G showed significantly lower retention load values compared to the C/Z within the 1˝taper group (p = 0.007) and Z/Z in the 2˝taper group (p = 0.006).
Discussion
This study examined the retention loads of different telescopic crown systems of three different tapers, i.e., 0˝with a chamfer and 1˝and 2˝with a tangential ending, respectively. Two different materials were used as primary crowns: Y-TZP and CoCr. Both were CAD/CAM-milled and later on sintered and they displayed comparable elastic moduli. Each primary crown was coupled with a Y-TZP secondary crown and an electroformed coping.
The first null hypothesis regarding the taper angle was rejected since the two telescopic crown systems C/Z and C/G with 1˝showed significantly higher retention load values as compared to those with 0˝and 2˝. Basically, the design of the primary crown could have an influence on the retention load values as shown in an earlier study [19] . According to Beuer and co-workers, 0˝telescopic crowns need a chamfer design to create adhesion, but this has been shown to negatively influence the retention forces [19] .
Our result seems to be in contrast to the matter of common knowledge based on Ohkawa et al. and other studies [9, 20, 21] , who have shown that an increasing retention load occurs with decreasing taper angles. This statement is based on investigating taper angles from 0˝to 6˝. Turp et al. [9] emphasized that a statistically significant difference occurred only with a difference of more than 2i n taper angle. This result was corroborated by our findings, namely by the groups Z/Z and Z/G, which showed no significant differences in retention load within the three taper angle groups of 0˝, 1˝and 2˝. However, Güngör recommended that the taper angles should not exceed more than 2˝in case of long-term use [20] . Higher retention load values for 1˝have been confirmed in the literature recently [22] . The authors examined the range from 0˝to 2˝and also observed higher retention load values for 1˝telescopic crowns.
In addition, the second null hypothesis was accepted because no significant differences could be found between groups with different primary crowns and the same secondary crown types (C/Z and Z/Z; C/G and Z/G). In the present study the two primary crown materials had similar elastic moduli (204 GPa for Y-TZP and 200 GPa or greater for CoCr). Already in 1975, Garvie characterized a non-precious metal alloy and ceramic with his description of ZrO 2 as "ceramic steel" [23] . Appertaining to that result, Besimo and co-workers stated in 1996 that the retention force of telescopic crowns is not significantly affected by the primary crown material [18] .
In contrast to Besimo, Beuer et al. observed in 2010 that the surface roughness of the primary crowns affects the retention force of electroformed assemblies [19] . In their study, the Y-TZP primary crowns yielded higher retention load values with smoother surfaces. This interrelationship was explained by a smaller gap between the primary crown and coping [19] , which can be achieved by a smoother surface after grinding and polishing [16] . In a recent study it was stated that friction generally depends on the specific surface roughness (R a ) of the materials (ZrO 2 : R a = 0.02 µm, CoCr: R a = 0.44 µm) [24] .
In the present study, Y-TZP and electroformed gold copings were used for secondary crowns. In this context, we found that groups with electroformed copings resulted in significantly lower retention load values as compared to Y-TZP groups, especially in the 0˝taper configuration. This result is in accordance with recent studies, in which the combination of Y-TZP primary crown with an electroformed gold coping showed lower, more predictable and less excursive retention loads than conventionally cast telescopic crowns [9, 14] . In another study, the galvanic copings yielded a better fit in comparison to casted ones [16] . The reason for this can be the small gap between the functional surfaces of the telescopic crown [16] . The automatic electroplating process achieves a smooth internal coping surface [16] and does not require any manually performed retention load adjustment [15] .
Unfortunately, there exists no universal guideline for investigating telescopic crowns yet. Even the presence of saliva influences the results and increases retention load values [24] . Therefore, in the experimental setup, artificial saliva was used in all groups and each telescopic crown assembly was preloaded with 50 N as presented in literature [9, 19, 21] . Nevertheless, in this study, initial values were investigated. Advanced research about thermo-mechanical aging is necessary. Further limitations of the study are the lack of fatigue and clinical testing.
Conclusions
Considering the different taper angles, significant differences in two of four groups (C/Z, C/G) can only be noticed in the 1˝group, evoked by the interaction of different materials and the design parameters of 1˝. With regard to the two primary crown materials, Y-TZP and CoCr, no significant differences of retention loads can be observed. If significant statistical differences occurred, electroformed copings showed lower retention load values compared to Y-TZP secondary crowns in each taper group.
